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Index

1 ς2D Imaging:
I.       Capture  Software Navigation 
II. Pan, Bitewing and Edentulous Positioning Appliances  and Laser Lights
III. Panorama Proper vs Improper Positioning
IV. Single Page - Patient Positioning and Instruction Guides
V. TMJ Positioning Appliances and Laser Lights
VI. Sinus Positioning Appliances and Laser Lights

2 ς3D Imaging:
I.     Capture Software Navigation
II.    Positioning Appliances and Laser Lights
III.   Field of View (FOV) and Regions of Interest
IV.   Proper vs Improper Positioning
V.    Single Page - Patient Positioning and Instruction Guide

3ςAddendum:
I. 3D TMJ/Airway Scan Protocol

Å 3D TMJ/Airway Capture Software Navigation
Å Single Page ς3D TMJ/Airway Patient Positioning and Instruction Guide

II. 3D Scanning Stone Models
Å STL Model Scan Capture Software Navigation

III. 2D Ceph Capture Software Navigation
Å 2D Ceph Positioning and Laser Lights

IV. Customer Learning Center Link
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01. 2D Imaging
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2D Image Capture Software ςPre-Capture Options:

01-I. Capture Software Navigation
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01-I. Capture Software Navigation

2D Image Capture Software ςPost Capture Options:
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01-II. Positioning Appliances and Laser Lights

Chin Cup:
- Edentulous

Chin Support:
- 2D TMJ and Sinus
CBCT TMJ

Bite Stick:
- Pan, Bitewing and CBCT

Normal Chin Support

Low Profile Chin Support:
- Sinus & TMJ
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Panorama:
Bite Stick with 
Pan/CBCT Chinrest

01-II. Positioning Appliances and Laser Lights
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Bitewing:
Bite Stick with 
Pan/CBCT Chinrest

01-II. Positioning Appliances and Laser Lights
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Edentulous: 
Sinus/Edentulous Appliance with 
Pan/CBCT Chinrest (not shown)

01-II. Positioning Appliances and Laser Lights
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Touch Pad 

1- Open and Close Temple Rods 
2-aƻǾŜ {ȅǎǘŜƳ ƛƴǘƻ άwŜŀŘȅέ ό/ŀǇǘǳǊŜύ ƳƻŘŜ

3- Adjust Frankfurt Light 
4- Adjust for Patient Height

1 2

3 4

01-II. Positioning Appliances and Laser Lights
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PANORAMA OBJECTIVE : άbŀǘǳǊŀƭ IŜŀŘέ tƻǎƛǘƛƻƴ όtŀƴƻǊŀƳŀ ŀƴŘ .ƛǘŜǿƛƴƎ aƻŘŜǎύ

3 Positioning Lights:1- Mid-Sagittal Light, 2- Frankfurt Plane Light, 3- Canine Light

1

2

3

01-II. Positioning Appliances and Laser Lights
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PANORAMA OBJECTIVE : άbŀǘǳǊŀƭ IŜŀŘέ tƻǎƛǘƛƻƴ όtŀƴƻǊŀƳŀ ŀƴŘ .ƛǘŜǿƛƴƎ aƻŘŜǎύ

Mid-Sagittal Vertical Laser Light:
- Center between the Eyebrows 

- Center of the Philtrum

01-II. Positioning Appliances and Laser Lights
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Horizontal (Frankfurt) Laser Light
- Top of Tragus (EAM)

- Bottom of the Orbital Rim

PANORAMA OBJECTIVE : άbŀǘǳǊŀƭ IŜŀŘέ tƻǎƛǘƛƻƴ όtŀƴƻǊŀƳŀ ŀƴŘ .ƛǘŜǿƛƴƎ aƻŘŜǎύ

01-II. Positioning Appliances and Laser Lights
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Canine Laser Light
Centered on the Maxillary Canine Tooth

PANORAMA OBJECTIVE : άbŀǘǳǊŀƭ IŜŀŘέ tƻǎƛǘƛƻƴ όtŀƴƻǊŀƳŀ ŀƴŘ .ƛǘŜǿƛƴƎ aƻŘŜǎύ

01-II. Positioning Appliances and Laser Lights
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01-III. Proper vs Improper Positioning

/ƻǊǊŜŎǘ tŀǘƛŜƴǘ tƻǎƛǘƛƻƴƛƴƎΧ

ΧŎǊŜŀǘŜǎ ŀƴ ŀƴŀǘƻƳƛŎŀƭƭȅ ŀŎŎǳǊŀǘŜ ƛƳŀƎŜΦ
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01-III. Proper vs Improper Positioning

LƴŎƻǊǊŜŎǘ tŀǘƛŜƴǘ tƻǎƛǘƛƻƴƛƴƎΧ

Χcannotcreate an anatomically accurate image.


